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Aht tract -The  effective  frequency-temperature  curve  ot  t  crystal 
monitor  operated  with  aerie*  load  capacitance  diffen  from  that  of  the 
cry  (til  alone.  Since  the  principal  method  of  compensating  for  die 
crystal  frequency-temperature  behavior  in  a  temperature  compensated 
crystal  oscllator  (TCXO)  employs  series  varactors  and  a  temperature- 
sensitive  compensation  network,  it  is  of  major  importance  to  be  able 
to  understand  and  deal  with  this  effect  in  the  design  of  TCXO's.  The 
necessary  formulas  and  discussion  are  given  in  this  paper. 


Introduction 

THE  TEMPERATURE  compensated  crystal  oscillator 

(TCXO)  is  a  modem,  cost-effective  device  capable  of  real¬ 
izing  frequency  stabilities  of  a  few  parts  in  10s  over  a  wide 
temperature  range  in  a  small  size  [1]  -[8] .  It  incorporates  a 
temperature  sensor  and  associated  circuitry  to  derive  a  correc¬ 
tion  signal  that  is  used  to  compensate  the  oscillator  for  the 
thermal  behavior  of  the  crystal  vibrator.  The  method  most 
used  for  producing  the  correction  consists  in  adjusting  a 
varactor  in  series  with  the  vibrator. 

For  the  design  of  the  compensation  network  it  is  necessary 
to  know  with  some  accuracy  the  frequency-temperature 
(/-  T)  characteristic  of  the  crystal  to  be  compensated.  It  is 
found  experimentally,  however,  that  the  effective /-  T curve 
shape  of  the  crystal-load  capacitor  series  combination  alters 
with  the  type  and  value  of  load  capacitor  used.  This  has  ne¬ 
cessitated  empirical  rules  to  accommodate  the  effect  of  the 
f-  T curve  shape  change  into  workable  designs. 

In  this  paper  the/-  T curve  change  is  explained  analytically 
and  shown  to  arise  primarily  from  two  factors:  location  of 
operating  (load)  frequency  with  respect  to  crystal  resonance 
and  antiresonance  frequencies,  and  temperature  coefficient 
difference  between  the  load  and  crystal  capacitances.  Within 
the  single-mode,  one-dimensional  approximation,  we  give 
exact  and  simple  but  accurate  approximate  equations  that  en¬ 
able  the/-  T behavior  of  the  crystal-capacitor  composite  to 
be  determined  in  a  quantitative  manner.  Mass-loading  effects 
are  included.  Sample  design  charts  are  provided,  with  a 
worked  example. 

Frequency  Equations 

Virtually  all  current  TCXO  applications  employ  thickness 
mode  quartz  vibrators.  For  this  class  of  vibrator,  excited  by  an 
electric  field  in  the  thickness  direction,  the  input  admittance, 
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assuming  no  loss  and  a  single  driven  mode,  is 
y  =  /«C0/(l  -  tan  X/X) 

In  (1), 

Co  =  eA/2h 

where  Co  is  the  vibrator  static  capacitance,  e  is  the  effective 
permittivity,  A  is  the  electrode  area,  and  2 h  is  the  thickness. 
The  quantity  k  is  the  piezoelectric  coupling  factor,  while  X  is 
defined  as 


A 

0) 

(2) 


X*W)  (fifth 


(3) 


with  / the  frequency  variable  (=  co/2tr),  and  f7o  the  anti¬ 
resonance  frequency  at  the  fundamental  harmonic  (M  =  1), 
in  the  absence  of  mass-loading. 

The  antiresonance  frequencies  are  sometimes  referred  to  as 
the  mechanical  resonances,  these  being  the  frequencies  for 
which  an  open-circuited  resonator  is  an  integer  number  of  half¬ 
wavelengths  in  thickness.  If  the  crystal  vibrator  plate  is  of 
density  p,  and  the  mode  under  consideration  has  elastic  con¬ 
stant  c  (piezoelectrically  stiffened),  then  the  antiresonance 
frequencies  are 

fffl=M£/p)'n/4h.  (4) 

The  harmonics  of  (4)  are  integrally  related  in  the  absence  of 
mass-loading  (negligible  electrode  coatings);  each  harmonic 
corresponds  to  a  pole  of  the  tangent  function  in  (1). 

Setting  the  denominator  of  (1)  equal  to  zero  yields  the 
normalized  resonance  frequencies  as  roots  of  the  equation  [9] 


tan  X  =  X/k2 


(5) 


The  roots  of  (5),  denoted  xffi,  are  not  harmonically  related; 
the  resonance  frequencies  are  then  obtained  from  the  xffi  by 
means  of  (3). 

Insertion  of  a  load  capacitor  Q,  in  series  with  the  vibrator 
modifies  (1),  but  the  entire  effect  may  be  subsumed  into 
changes  in  the  values  of  Co  and  k1.  Denoting  the  effective 
values  of  Co  and  k*  in  the  presence  of  Q,  as  C0L  and  k\,  re¬ 
spectively,  and  defining  the  quantity  a  as 


a  ~  Co/(Co  +  Ci) 
the  effective  values  become 
C0i  =  Co(l-a) 

=  k2  (1  -  a). 


(6) 


(7) 

(8) 
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TABLE  I 

Physical  and  Electrical  Parameters  Associated  with  AT-Cut 
Quartz  Resonators 


Quantity 

Unit 

> 

Value 

0 

10*3  Ij/i3 

2.649 

c 

pF/« 

39.82 

c 

lo*5  P< 

29.24 

I) 

I0-*  Pi  •  1 

3.46 

N 

MKi  -  m 

1.661 

in 

X 

8.60 

T 

fs 

11.8 

r 

... 

159.4 

r 

ff/lt 

249.8 

p 

10-3  o-« 

47.2 

* 

... 

0.6  -  0.9 

Using  k\  in  (S)  yields  the  normalized  load  frequencies  xffi 
and  in  place  of  the  corresponding  resonance  quantities. 

In  the  limit  a  -*■  1  (CL  -*0),  the  load  frequencies  approach 
the  antiresonance  frequencies,  while  the  limit  a  -+0  (Cl  ~*°°) 
reduces  the  frequencies  to  the  resonances. 

The  inclusion  of  loss  is  easily  dealt  with;  if  the  loss  is  con¬ 
sidered  to  arise  from  a  material  viscosity  17,  then  substitution 
of 

X=X(l-fux]/2F)  (9) 

for  X  in  the  foregoing  describes  the  loss  accurately.  Table  1 
gives  a  list  of  pertinent  material  constants  for  the  AT-cut  of 
quartz. 

Mass  Loading  Frequency  Effects 
In  normal  practice  the  electrode  coatings  depress  the  fre¬ 
quency  spectrum  nonnegligibly.  For  coatings  of  mass  m  per 
unit  area  lumped  on  each  surface,  the  reduced  mass-loading 
variable  is 

p  =  m/ph.  (10) 

With  the  inclusion  of  p,  (1)  is  replaced  by 

The  zeros  of  (1 1 )  lead  to  the  equation  determining  the 
antiresonances: 

liX  tan  =  1 .  (12) 

The  roots  xffl  of  (1 2)  are  no  longer  harmonically  related. 
From  the  X  the  frequencies  of  are  determined 
using  (3). 

The  poles  of  (1 1 )  lead  to  the  equation  determining  the 
resonance  frequencies: 

tan  X=  X/(k2  +nX2).  (13) 

The  roots  of  (13)  X$?  determine  the  from  (3). 

With  CL  added  in  series  to  the  mass-loaded  vibrator,  the 
quantities  X*$  and  /JJP  are  defined  in  an  obvious  way. 


TABLE  II 

Thermal  Parameters  Associated  with  AT-Cut  Quartz  Resonators 


Quantity 

Unit 

Value 

•o 

0 

-0.45 

'0 

io-'2/*3 

100.6 

3a/36 

io-6/«.°e 

•5.08 

3b/ ae 

io-’/h2,0# 

-4.7 

3c/ 36 

io‘,2/K3.0e 

-20. 

jW 

io-9/n.t°e)* 

0.96 

3a/ 3« 

lO-6/!,0! 

0 

3b/ 34 

to'W.6* 

0 

3C/ 34 

IO‘’2/K3.°* 

0 

A/l*2 

)0'*/ic.(o«)2 

- 10.0 

3a/3u 

io*6/k.(xu) 

-0.24 

3i 

»c 

26.4 

3^/30 

n/°e 

14.9 

3Tj/3u 

-5.45 

TCo 

10-6/K 

29.7 

Tp 

io‘6/l 

23.3 

T, 

io*6/k 

-0.245 

V 

10-{/K 

176. 

Equation  (12)  is  unaffected,  while  k 2  in  (13)  is  replaced  by 
k\  from  (8)  to  yield  the  load  frequencies. 

Frequency -Temperature  Behavior 
Resonators  for  TCXO  application  are  required  to  have  pre¬ 
cisely  known  frequency-temperature  characteristics  so  that 
the  compensatory  network  can  be  properly  designed-  Bech- 
mann  [10]  found  that  AT-cut  resonators  could  be  described 
adequately ,  even  over  a  wide  temperature  range,  by  a  three  - 
term  power  series.  If  the  frequency  of  interest  is /0  at  tem¬ 
perature  To  (*=  25°C),  then  with  A7*  =  T  -  T0, 

(/-  fo)lfo  =  A///0  «  fl0  AT*  bo^T*  +  CoAT’  (U) 

gives  the  frequency  at  temperature  T.  Table  II  gives  values  for 
the  quantities  a0,  b0,  and  c0  and  their  angle  gradients  for  the 
AT-cut.  The  coefficients  <r0,  b0,  and  c0  vary  with  orientation 
angle,  mass-loading,  and  value  of  series  load  capacitor  with  the 
zero  subscripts  denoting  the  values  at  zero  ji  and  <*,  and  at 
reference  angles  ♦<>,  80  The  coefficient  a  is  synonymous  wi*h 
TfR  appearing  in  the  sequel. 

Angular  Dependence 

The  variation  with  angle  is  also  treated  by  means  of  power 
series  expansions,  normally  using  only  the  constant  and  linear 
terms  [11]  . 

q  =  q0  +  (»<?/30)  A 9  +  (dq/d*)  A4>  (15) 

where  q  is  a,  b,  or  c,  and  A  8-8  -  80,  A*  =  ♦-  dy>.  For  the 
AT-cut,  dq/3<t>  s  0  due  to  crystal  symmetry  considerations,  so 
the  expansion  in  this  case  has  to  be  carried  out  to  second 
order  [12] . 

q  =  q0  *(bq/d8)-  A0+  {(b'qld**)  ♦*.  (16) 


1 


BALLATO:  CAPACITANCE  BEHAVIOR  OF  RESONATORS 

The  normalized  frequency  excursion  8/between  the  maxi¬ 
mum  and  minimum  of  the  curve  of  A///0  plotted  against  tem¬ 
perature  is  very  important  because  5/ enters  directly  into  most 
TCXO  design  procedures.  From  the  data  in  Table  II  and  the 
relation 

8/=4(/>J  -  3oc)3/*/27c1  (17) 

the  frequency  excursion  may  be  determined  as  a  function  of 
A4>  and  Ad.  If  ST is  defined  as  the  temperature  interval  corre¬ 
sponding  to  8 /,  then  ST  and  8/are  found  to  be  related  by  the 
simple  relation 

8/=(c/2)(8D3  (18) 

where  c  is  a  weak  function  of  orientation  about  the  AT-cut 
angle.  Equation  (17)  may  be  approximated  for  the  AT-cut,  in 
its  explicit  dependence  upon  A6,  by 

8/^  1.85  X  10'4  (A0)3/J.  (19) 

The  corresponding  relation  for  8  T  is 

ST^32.S  (A6)ifi  (20) 

where  A8  >  0  is  in  minutes  of  arc. 

Harmonic  Effect 

Changing  the  harmonic  of  operation  is  similar,  as  far  as  the 
resonance  frequency-temperature  behavior  is  concerned,  to  a 
change  in  apparent  orientation  angle,  except  that  the  harmonic 
effect  is  quantized. 

The  relation  for  the  difference  between  the  first-order  tem¬ 
perature  coefficients  of  the  resonances  and  kntiresonances  was 
derived  by  Onoe  ( 1 3 1 .  starting  from  (5);  Bechmann  (14|  had 
earlier  obtained  an  approximate  relation.  Equations  for  the 
higher-order  differences  were  obtained  recently  [15] .  For  the 
first  order  we  have 

Tx  =  7#o  -  7/Vo  =  G{0m  Tk  (21) 

where 

=  +2*’/(( Xffi)2  *  *3  (k1  -  i ))  (22) 

and  where  7*  is  the  first-order  temperature  coefficient  of 
piezoelectric  coupling.  The  harmonic  effect  arises  from  the 
root  X'tfo  appearing  in  (22).  It  is  seen,  from  (21 )  and  (22), 
that  for  M  ^  1 . 6^^  0,  and  TfgQ  T^q. 

Load  Capacitor  Effect 

Series  load  capacitor  insertion  is  described  in  regard  to  its 
effect  on  A  by  (8);  with  respect  to  its  influence  on  temperature 
behavior,  (21 )  may  be  used  with  k[  from  (22),  along  with  the 
relation  between  TkL  and  7*.  This  relation  is  found  to  be 

2TkL  =27V  *a(TCL  -  Tco)  (23) 

so  that  the  temperature  behavior  of  Q,  now  comes  into  play, 
along  with  that  of  Co-  Values  for  7co.  7*.  and  Tx  are  given 
in  Table  II  for  the  AT-cut.  With  a  and  k  known.  (22)  can  be 
used  to  find  G ^  as  a  function  of  kL 
The  load  capacitor  effect  on  frequency-temperature  be¬ 
havior  is  shown  in  Fig.  I  fop  the  AT-cut  and  a  representative 
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T  DEGREES  CELSIUS 

Fig.  i.  Frequency-temperature  characteristics  of  an  AT-cut  quartz,  vi¬ 
brator  with  and  without  a  series  load  capacitor.  The  presence  of  the 
capacitor  reduces  the  peak-to-peak  frequency  deviation  and  makes  the 
vibrator  appear  as  if  it  had  a  reduced  angle  of  cut. 

value  of  a;  we  will  return  to  this  figure  in  connection  with  the 
numerical  example  presented  later. 

Mass-Loading  Effect 

Addition  of  mass-loading  results  in  an  expanded  form  of 
(21): 

7>  =  7}£>  -  7/V„  ■  "  (2 k*  Tk  +  Tp)IDm 

(24) 

where 

D<m)  =  (Xfffn*  +  (2H*1  +  p  +  I )  +  *’(*3  -  1 ). 

(25) 

Tu  is  the  temperature  coefficient  of  the  normalized  mass¬ 
loading, 

T„  =  -Tp-Th  (26) 

T„  is  the  temperature  coefficient  of  density  and  Tk  is  the 
temperature  coefficient  of  expansion  in  the  thickness  direction. 
The  quantity  multiplying  Tk  in  (24)  is  the  Onoe  function. 

Cj,*0  =  +2  *,/£>(M). 

By  means  of  (24) and  the  numerical  value  for  da/dd  pro¬ 
vided  in  Table  II,  one  may  convert  changes  in  "a"  due  to 
changes  in  p  and/or  M  into  apparent  angle  changes  | !  6) 
Inclusion  of  the  Q.  effect  for  the  mass-loading  case  is  made 
by  writing (24)  twice:  once  for  *  =  Jki, p  -  p (,and  har¬ 
monic  =  N,  and  then  for  kj.pj.  and  M.  and  subtracting.  The 
result,  with  obvious  abbreviation'.,  is 

*  I’  2*S Tki/D\m  +  2*f  T*. /D(,^] 

♦l-Oii-rjua/Os)**’ 

♦  (M.  **„■/£, ><AfV  7V  (28) 
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One  now  uses  (8)  and  (23)  to  relate  ky  and  kit  Tkl  and  7*j. 
Equation  (28)  then  incorporates  the  full  effects  of  changes  of 
a,  n,  and  harmonic  on  the  first-order  resonance-frequency/ 
temperature  coefficient. 

Equivalent  Circuit  Considerations 
The  equivalent  circuit  of  Fig.  2  is  usually  used  to  represent  a 


crystal  resonator  in  the  vicinity  of  a  harmonic.  Co  is  given  by 
(2),  while  the  remaining  elements  are  [  17] : 

d*0  =  SCok'/itM*  (29) 

R\m  =  t,/C(,*°  =  rr*AfJi?/8C0*Jc  (30) 

and 

Ly  =  irAf  J/32C0^(/^S.  (31) 

The  quantity  Ty  is  the  motional  time  constant  [17] ,  [18] .  It 
is  defined  as 

Ty  =  vie  (32) 


where  rj  is  the  acoustic  viscosity,  and  c  is  the  piezoelectricaUy 
stiffened  elastic  constant.  It  is  convenient  to  define  two 
quantities  that  contain  no  geometrical  factors,  but  which  are 
functions  of  material  only.  These  are  the  motional  capacitance 
and  motional  resistance  constants  [19] : 

r[M)  =  C\m  ■  2h/A  =  e/rM1  (33) 

P\m  =  R  (,*°  ■  A/2h  =  r ,  /r(,*°.  (34) 

In  (33),  r  is  the  capacitance  ratio 

r(*°  =  Co/d*0  =  A  -  (nMI2k)\  (35) 

Table  I  lists  values  for  e.c.jj.T)  ,r,  T,  ,Py  ,andfV  =  (c/p)y,/2; 
quantities  appearing  without  a  superscript  (Af)  are  for  Af  =  1 . 
The  dimensionless  number  appearing  in  Table  I  is  a  form 
factor  that  takes  into  account  the  nonuniform  distribution  of 
motion  with  lateral  distance  along  the  plate  [20] .  The  effec¬ 
tive  "alue  of  d*°  is  just  W  times  the  value  obtained  from 
(29),  whereas  /?,  is  divided  by  W  to  get  the  effective  mo¬ 
tional  resistance.  The  static  capacitance  Co  is  not  affected  by 
the  motional  distribution. 

Introduction  of  a  series  load  capacitor  alters  Co  according 
to  (7);  it  also  changes  the  other  circuit  parameters: 


C\T  =  d*0  (1  -  a)2 

(36) 

R\l)  =  /?{*°/(l  -  o)J 

(37) 

/-it  =/-./(!  -«)2 

s 

W 

00 

r[*°=r<*°/(l-a). 

(39) 

From  the  definitions  (29)-(35),  the  temperature  coefficients 
of  the  circuit  parameters  may  be  obtained  in  terms  of  those  of 
the  material  coefficients  [21 1 .  At  present  the  quantity  Tn  is 
very  imperfectly  known. 

While  the  lumped  parameter  circuit  of  Fig.  2  has  been  used 
to  characterize  the  resonator,  it  is  instructive  to  note  that  the 
exact  network  realization  of  (1 1 )  is  that  shown  in  Fig.  3  [22] . 
In  this  figure  the  crystal  is  represented  by  a  bisected  trans¬ 
mission  line  of  electrical  length  xA  and  characteristic  im- 


Fig.  2.  Butterworth-Van  Dyke  equivalent  circuit  of  a  vibrating  crystal. 
The  circuit  is  an  adequate  representation  in  the  vicinity  of  any  single 
resonance. 


-Co  L/2 


I  :  n 


Fig.  3.  Broad-band  transmission  line  equivalent  circuit  of  a  vibrating 
crystal.  This  circuit  holds  for  all  resonances  belonging  to  the  single 
mode  characterized.  The  lumped  inductor  represents  the  effect  of 
mass  loading. 


pedance  Z/2,  where 

A 

tch  =  X,  ( X  in  the  lossy  case)  (40) 

and 

Z/2  =  ApN.  (41) 

Electrode  mass-loading  produces  an  inductor  of  value 

1/2  =  APlihl2.  (42) 

The  piezoelectric  transformer  turns  ratio  n  is  given  by 

n  =  (2C„ZkJ/Vo)1/J-  (43) 


Fig.  2  is  recovered  from  Fig.  3  by  a  partial-fractions  expan¬ 
sion  of  the  tangent  function  represented  by  the  transmission 
line,  the  realization  of  the  expansion  terms  as  lumped  shunt 
branches,  and  the  retention  of  the  single  branch  appiopriate 
to  the  harmonic  of  interest.  The  presence  of  the -Co  element 
in  Fig.  3  renders  (36)  and  (39)  exact,  whereas  by  starting  from 
Fig.  2  they  would  be  approximate. 

Frequency-Temperature-Load  Capacitance 
Approximations 

Dependence  of  G^*°  on  p  is  very  weak  until  P  exceeds  sev¬ 
eral  percent;  accordingly,  it  is  usually  acceptable  to  let 
G^*°  =  Go*°.  The  zeroth  approximation  to  G^*°  is 

Go*0  —  +2k5/(rrAf/2)J  =  1  /r(*°  (44) 

the  first  approximation  is 

G&*°  a  +2ki/[(nM/2)i  -  *J] .  (45) 

The  presence  of  ft  only  enters  the  second  approximation: 

C£*°  s  +  2k} 1 1  (rrAf/2)1  [l  -  P J] 1  +  *»(**  -  l)  }. 

(46) 
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By  making  approximations  of  the  sort  found  in  (44)-(46), 
(28)  may  be  reduced  to  various  simpler  forms.  When  a  =  0 
and  n  =  0,  one  has 

Tftl  -  =  (Tr/2r)  •  (1 IM*  -  l/N1)  (47) 

where 

Tr--2Tk.  (48) 

If  nt  then  with  the  addition  of  Cl  the  exact 

result  is 

I#8a  -  7$>,  =  -2k ?Tk  [(1  -  a)/M*°  -  1/a 
-Ar1a(l-«)(7'cL-7'co)/MM) 

-  [(jiXjt/Di^  -  QiXh/D)^]  •  rM. 

(49) 

The  most  important  practical  case  is  that  where  Hi  -  Hi  ~  H> 

N  =  M.  Then,  for  the  shift  in  first-order  temperature  coeffi¬ 
cient  between  resonance  and  load  frequencies  we  have, 
approximately, 

(?>*„  -  7/x.ji)  *  +  ~  (0  +  2h)  [Tr  +  (1  -  a) 

(Tcl-TC0)]+2hTv}.  (50) 

For  small  h  this  further  reduces  to 

(T/ro  -  TfLOl)  =*  ■  [Tr  +  (1  -  a)  •  (TCl  ~  Tco)] •  (51) 

Use  of  At -Cut  Quartz  Resonators  for 
TCXO  Applications 

By  use  of  (13),  (8),  and  the  definition  (3),  simple  approxi¬ 
mate  relations  may  be  found  for  the  frequency  shift  between 
the  load  and  resonance  frequencies.  Provided  Mh  «  1,  the 
result  is  very  insensitive  to  p.  We  omit  unnecessary  subscripts 
in  the  following.  The  frequency  shift  is 

(/l*0  -  /kA0)//k*0  «  A/7/*  (2k/irM)1  •  a  =  a/(2rMJ). 

(52) 

For  TCXO  application,  the  fundamental  {M  =  1 )  is  used  to 
provide  the  greatest  range  for  A/  (maximum  “pullability”). 
Since  the  quantity  l/(2r)  greatly  exceeds  5/ for  TCXO’s,  it  is 
apparent  that  only  small  variation  in  Cl  about  its  operating 
point  is  ordinarily  sufficient  to  bring  about  the  necessary 
frequency  compensation. 

Two  important  questions  now  arise:  one  concerns  the  shift 
in  frequency-temperature  behavior  of  the  resonator  in  going 
from  the  condition  of  fK  to  fL ,  the  other  concerns  the  smaller 
shifts  in  the  frequency-temperature  characteristic  attendant  on 
the  variations  of  Q,  about  its  initial  setting  point.  The  further 
effects  of  h  are  also  open  to  question.  These  points  will  now 
be  taken  up  and  considered  from  the  standpoint  of  a  practical 
example. 


Consider  an  AT-cut  crystal  resonator  with  the  following 
characteristics'. 

•  /*  *  20MHz,Af  =  1 

•  Co  =  3.0  pF 

•  Ci  =  12.5  fF 

•  Ri  =40 

•  p  =  2  percent 

•  40  —4^  minutes  of  arc. 

From  Table  II,  this  40  value  corresponds  approximately  to 

&/r  —  18  X  IO"4,  fir=s6 9.46C 

stemming  from  the  temperature  coefficients 

a  =  -0.386  X  10-‘/K 
b  =  +0.038  X  1 0'*/K* 
c  =  +108.0  X  lO-'VK3. 

Fig.  1  presents  the  behavior  of  the  resonance  frequency/)} 
with  temperature.  Operation  with  series  load  capacitor 

•  CL  =  20  pF 

at  the  frequency  at  which  the  combination  exhibits  zero  re¬ 
actance  produces,  as  function  of  temperature,  the  curve 
marked  fL  in  Fig.  1,  assuming  {Tcl  ~  Tco)  vanishes.  The  fL 
curve  is  characterized  by 

<*  ~  C0/(Co  +  Ci)  =  0.130 

and  capacitance  ratio 

r=  C0/C,  =240. 

Ratios  a  and  r  are  inserted  into  (5 1)  to  yield  the  new  first- 
order  coefficient. 

a  = -0.332  X  10-‘/K. 

Coefficients  b  and  c  remain  unchanged  to  good  approximation, 
but  with  the  a  coefficient  change  the  curve  is  made  to  appear 
with  shifted  angle  difference 

40  =s  4  minutes  of  arc 

and  hence 

8/z,  —  15  X  10"*,  &T 65.4°C. 

According  to  (37)  the  resistance  of  the  combination  is  now 

*1L=K,/(1-«0J=5.3  n. 

Schodowski  (23]  has  found  the  coefficient  a  to  shift  by  an 
amount  comparable  to  that  calculated  above.  A  definitive 
comparison  is  not  possible  in  this  case  because  several  experi¬ 
mental  data,  particularly  TCI ,  are  unavailable. 

If  (1 7)  is  used,  with  a  taken  to  depend  upon  a  according  to 
(50),  then  8/t  may  be  plotted  against  a  for  assumed  values  of 
{Tcl  ~  Tcq)  and  p.  The  resulting  graphs  are  shown  in  Fig.  4 
for  values  pertinent  to  the  example  described  above.  In  addi¬ 
tion  to  the  Cl  value  quoted  (20  pF),  two  further  values  are 
indicated  on  the  figure: 

•  CL  *22pF,  a  =  0.120 
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Fig.  4.  >.-ak-to-peak  frequency  deviation  plotted  against  load  capaci¬ 
tance  parameter  a.  The  values  shown  are  pertinent  to  the  example 
given  in  the  text. 

and 

•  CL  =  18pF,  a  =  0.143. 

Graphs  are  plotted  in  Fig.  4  for  the  following  values  of 
(7C i  -  Tex,).  -50,  -  10,  +  60,  and  +100  (all  X  10'‘/K),  with 
and  without  the  presence  of  2  percent  mass-loading.  Inasmuch 
as  the  nominal  value  of  Tco  for  AT-cut  quartz  is 

Tco  =  +30  X  10~‘/K 

(see  Table  II),  the  assumed  values  of  TCL  are  ±20,  +  90,  and 
+  130  (all  X  10-*/K). 

These  numbers  correspond,  respectively,  to  the  nominal 
temperature  coefficient  values  for  ceramic  capacitors,  for 
porcelain  microcircuit  capacitors,  and  for  certain  oscillator- 
varactor  composites.  Table  III  provides  the  hfL  values  for  the 
intersections  of  the  three  a  values  with  the  four  {Jci  ~  Tco) 
graphs,  in  the  absence  of  ft.  From  Fig.  4  and  Table  III,  the 
relative  sizes  of  the  influences  on  6fL  may  be  discerned. 

Using  the  exact  relation  (49),  the  plots  of  Fig.  4  are  ex¬ 
tended  in  Figs.  5  and  6  to  encompass  the  full  range  of  a. 

These  are  for  AT-cut  crystals  operating  on  the  fundamental 
harmonic  with  capacitance  ratio 

r*  240 

angle  shifts 

A0  *  1  (10)  10  minutes  of  arc 

and  capacitance  temperature  coefficient  differences 

( Tcl  -  To,)*  -100(50)  100  X  10-*/K. 

Because  the  graphs  for  each  value  of  A0  conflue  at  a  =  0  and 
o*l,  irrespective  of  (T^i  -  Ta >)■  the  resulting  design  charts 
are  denoted  as  “pe’il  plots."  By  the  use  of  this  type  of  chart, 
the  shift  of  6/ with  a  may  be  determined  and  taken  into  ac¬ 
count  in  TCXO  applications.  Additional  considerations  may 
be  found  in  (24) 


TABLE  III 

Peax-to-Pear  Frequency  De  via  t  ions  if  it  10  *) 


TCI.‘,Co 

4  •  C^/tCo  V  t.  ) 

0.120 

0.130 

0.143 

-50 

12.3 

11.9 

11.4 

-10 

13.1 

12.7  ^ 

1?  3 

♦60 

14.6 

14.3 

14.0 

♦100 

15.5 

15.3 

15.0 

0  02  04  OR  OR  ID 

a 

Fig.  5.  Petal  plots  of  peak-to-peak  frequency  deviation  plotted  against 
load  capacitance  parameter  a  for  odd  values  of  crystal  angle  At. 
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Fig.  6.  Petal  plots  of  peak-to-peak  frequency  deviation  plotted  against 
load  capacitance  parameter  a  for  even  values  of  crystal  angle  At. 
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Conclusions 

Resonators  for  TCXO  application  are  required  to  have  ac¬ 
curately  characterized  frequency-temperature  (/-  7”)  curves 
and  equivalent  network  parameters.  This  paper  describes  how 
the  circuit  parameters,  critical  resonator  frequencies,  and  tem¬ 
perature  coefficients  depend  on  material  constants  of  the 
crystal  and  geometrical  factors,  (t  further  explains  the  ob¬ 
served  f-T curve  shift  between  resonator  operation  with  and 
without  series  load  capacitors.  Simple  relations  are  given  for 
treating  this  effect  A  practical  example  involving  an  AT-cut 
resonator  for  a  typical  TCXO  application  is  also  given. 
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